


Description Potential Effects of Wear

* Bent * Inadequate force applied

* Kinked end * Unintended contact with soft tissue or bone
» Crooked/uneven end * Inaccurate feedback

« Blunt/dull tip * Inadequate compression of bone/bone graft

» Potential to fracture or split bone

Bent Direction Indicator/Paralleling Tool

o

Description Potential Effects of Wear

* Bent * Inaccurate feedback
« Crooked/uneven end » Potential to fracture or split bone
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W Surface Damage

Description Potential Effects of Wear

* Rounded edges * Inaccurate feedback
* Blunt/dull edges e Unable to engage intended tissue
* Inadequate force applied

Rounded Hex

Description Potential Effects of Wear
« Rounded Hex/tip * Inaccurate feedback

« Blunt/dull edges » Unable to engage intended component
* Ingestion/aspiration



W Dull Edges

Description Potential Effects of Wear

« Blunt/dull edges « Inadequate cutting/under prepared osteotomy
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W Color-coding

Description Potential Effects of Wear

* Paintchips * Wrong size instrument selected
» Coating peeling/flaking * Inadequate reprocessing



W Discoloration

Description Potential Effects of Wear
» Coating chips » Possible dull cutting edges
» Coating peeling/flaking » Inadequate cutting/under prepared osteotomy

Description Potential Effects of Wear

» Corrosion * lllegible product markings
» Contamination *  Wrong size instrument selected
* lllegible marking  lIrritation/infection

* Inadequate reprocessing
e Permanentviral infection



12 |

W Discoloration (Continued)

Description Potential Effects of Wear

» Discolored product markings * lllegible product markings
* lllegible marking *  Wrong size instrument selected
» Faded marking * Incorrect sequence is followed, if applicable

« Deterioration



W Corrosion

Description Potential Effects of Wear

» Surface corrosion » Inaccurate feedback
* Pitting * Inadequate reprocessing
* Rust * Inadequate compression of bone or bone graft

* Wrong size instrument selected
* Permanentviral infection
 lIrritation/infection

» Discolored product markings due to corrosion * lllegible product markings

» Corrosion *  Wrong sized instrument selected
» Pitting e lrritation/infection

» Contamination * Inadequate reprocessing

* lllegible marking * Permanentviral infection
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W Corrosion (Continued)

Corrosion Burr

B———:im o

Corrosion Driver

Description Potential Effects of Wear

» Surface corrosion * Inadequate reprocessing
» Pitting * Permanentviral infection
* Rust e Irritation/infection



W Fracture

Description Potential Effects of Wear

* Fractured ¢ |nadequate feedback
* Broken * Inadequate force applied
*  Chipped * Bone fracture and/or splitting

* Ingestion/aspiration/foreign body reaction
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